
 

California Medical Device 
Recall Information 

 

Recall Name 

 
bioMerieux Recalls Etest® PIP/TAZO/CON-4 PTC 256 

Due to a Potential for Test Result Error 

 

Recall Date Product Description Recalling Firm Recall Reason 

 
11/24/15 

 
Etest® Piperacillin / Tazobactam 
4µg/mL PTC 0.016-256 

(PIP/TAZO/CON-4 PTC 256)  

 
bioMerieux SA, 
France 

 
Potential for test result 
error. 

Recall Class Product Identification Distribution Affected Dates 

 
I 

 
List of affected products 

 
 
 
 
 

 
CA, nationwide 

 

 
Manufactured between: 
 

Dec. 20, 2012 and 
Oct. 23, 2015 

 
 
Distributed between: 
 

Jan. 24, 2013 to 
Nov. 9, 2015 

 
FOR ADDITIONAL INFORMATION, PLEASE VISIT:   
 
http://www.fda.gov/MedicalDevices/Safety/ListofRecalls/ucm479185.htm 
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